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The bolometric voltage and current (BOLOVAC) standard for frequencies to 18 GHz and higher, 
recently developed at the National Bureau of Standards (NBS), can also be used to measure power, 
offering the following advantages over a number of other methods in use today: 

(1) It eliminates: 

(a) the uncertainty resulting from neglecting termination mismatch 

(b) measurement of reflection coefficients and computations using complex equations 

(c) "Limits-of-error" charts, thus rendering definitive results 

(d) use of impedance charts 

(e) dc or ai calibrations of power meters 

(f) need of corrections such as "effective efficiency" and "calibration factor." 

(2) It covers a wide frequency range (0.5 MHz to 18 GHz or wider) 

(3) It should result in substantial reduction of calibration time in many instances 

(4) It can be applied to calibrate feed-through power measurement methods for power levels 
ranging into kilowatts. 

In measuring power, the Bolovac (1) measures the voltage across a known resistance component 
of a given load, or (2) measures the voltage in any plane of a coaxial line of known characteristic imped- 
ance and known voltage distribution along the line, or (3) absorbs the rf power as any other absorption- 
type power mount does. In the first two cases resistance and voltage distribution measurements may 
be made separately or these measurements may be combined with the power measurement procedure. 
In the third case the rf power is absorbed in a special disk-type bolometric detector of the Bolovac 
and is equal to the dc- (or af) bias-power substituted in that detector: this bias power is measured with 
conventional power substitution bridges. Any appreciable unaccounted for power losses occur outside 
the Bolovac and can be determined employing conventional techniques as well as the Bolovac itself. 
The Bolovac needs no rf calibration. A Bolovac may have a power range of 20 dB or higher, depending 
on accuracy desired, and a maximum power approaching its safe power dissipation, e.g., 0.5 W or higher. 
This paper is limited to the application of the Bolovac to power measurements only and presents 
analytical and practical aspects of this application. 

Key Words: Bolometric power standards; Bolovac power measurements; calibration of power meters; 
RF and microwave power measurements; standard of power through 18 GHz. 



1. Introduction ization either as a feed-through or absorption type 

with apparent advantages over some of the widely 
The bolometric voltage and current (BOLOVAC) used methods at present, 
standard [l] 1 was developed originally to furnish In measuring power, the Bolovac (1) measures the 

accurate hf and microwave voltages and currents. It voltage across a known resistive component of a given 
was the first successful attempt to extend the direct load, or (2) measures the voltage in any plane of a 
measurement of these quantities well into the micro- coaxial line of known characteristic impedance and 
wave range [18 GHz or higher]. This device turns out known voltage distribution along the line, or (3) ab- 
to be as useful for power measurement and standard- sorbs the rf P ower as an Y other absorption-type power 

mount does. In the first two cases resistance and volt- 
age distribution measurements may be made sepa- 

« Figures in brackets indicate the literature references at the end of this paper. fatel y ° r theSe measurements may be Combined with 
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the rf power is absorbed in a special disk-type bolo- 
metric detector of the Bolovac and is equal to the dc- 
(or af) bias-power substituted in that detector; this bias 
power is measure with conventional power substitu- 
tion bridges. Any appreciable unaccounted for power 
losses occur outside the Bolovac and can be deter- 
mined employing conventional techniques as well as 
the Bolovac itself. Perhaps the major contribution of 
the Bolovac is in that it resolves the difficulty intro- 
duced by the most serious source of uncertainty in 
power measurement, namely, the mismatch error 
[2, 3]. Directional couplers accomplish the same pur- 
pose but do so over a relatively narrow range of fre- 
quency for individual couplers. In addition, the direc- 
tivity, the coupling factor and the side-arm power 
meters of each coupler must be calibrated. On the 
other hand, as will be seen below, the application of 
the Bolovac inherently eliminates the mismatch uncer- 
tainty, has a wide frequency range (e.g., 0.5 MHz to 
18 GHz), and needs no rf calibration. 

The application of known rf voltages to power meas- 
urements introduces a number of other advantages, 
namely, the elimination of: 

(1) measurement of power-meter correction factors, 
e.g., effective efficiency and calibration factor, 

(2) measurement of source and load complex re- 
flection coefficients, 

(3) computation involving complex formulas con- 
taining these reflection coefficients, 

(4) using "limits-of-error" charts as an alternative 
to measuring phase angles of reflection coefficients 
and 

(5) complex computations or the application of im- 
pedance charts in measuring load impedances. 

Basically the Bolovac measures voltages at all the 
frequencies mentioned and makes the above advan- 
tages possible. A brief description of the Bolovac is 
given later in the text. However, because the advan- 
tages of its application are listed at the outset in this 
introduction, it seems appropriate to list also its present 
limitations. 

The relative difficulties and disadvantages en- 
countered to date at the National Bureau of Standards 
(NBS) in the construction and application of the Bolo- 
vac are briefly as follows. 

(1) The voltage sensor of the Bolovac is a split bolo- 
metric thin-film disk. Such disks do not seem avail- 
able commercially. The NBS so far has succeeded in 
developing a fabrication technique for disk values up 
to about 10 ft; 50-ft films were produced, but are not 
yet successfully assembled. These 50-11 disks are 
particularly desirable. 

(2) Impedance measurements are needed to deter- 
mine the resistive components of the loads connected 
to the Bolovac (this is not needed when the Bolovac is 
used as an absorption-type power meter). However, 
the text below shows that these impedance measure- 
ments do not involve phase measurements and do not 
require complex computations, or the use of complex 
impedance charts. 

(3) Attention must as usual be given to such common 
difficulties as reproducibility and losses of connectors, 



stub tuners or slotted lines; the Bolovac, however, 
may be employed to determine such losses. 

(4) As in all other cases of bolometric measurements, 
the application of the Bolovac requires a resistance 
bridge and a precalibrated dc- or af-biasing power 
source. The use of thermoelectric or photoemissive 
sensors [1, 4] will still require dc calibration, so that, 
these applications are essentially equivalent to dc- 
power substitution calorimetry. 

Considering the above advantages and limitations, 
the application of the Bolovac holds promise for radical 
improvements in coaxial power measurements. 

This paper deals with the application of the Bolovac 
to power measurements. Additional papers are planned 
to deal in detail with its other applications. 

The ultimate objective in measuring rf or microwave 
power is to determine the net power flow from a given 
source to a given load with maximum possible ac- 
curacy. When the load is an intermediary tool, (e.g., 
an uncalibrated power meter of any kind), toward that 
ultimate objective, the operation may be referred to 
as "calibration." Fairly sophisticated calibration 
techniques are used at the NBS. These require 

(1) high-qualtiy, relatively expensive, calorimetric, 
substitution or other standards, 

(2) considerable space, 

(3) personnel with proper technical qualifications, 

(4) intercomparisons between independent and 
quasi-independent methods, and 

(5) considerable time [3], 

A basic difference between these methods and the 
one employing the Bolovac, is that none of the present 
methods measures rf voltages at frequencies above 
about 10 MHz. Another basic difference is that the 
Bolovac, when used as a power absorption device, has 
no dc-for-rf power substitution error and has essentially 
all of the net rf power flowing to the Bolovac absorbed 
in its bolometric disk; thus only dc or af reference 
standards are needed to calibrate a power bridge em- 
ploying a Bolovac as a mount. The major advantage in 
measuring power with the Bolovac, is the prospect of 
its application in facilites one or more calibration 
echelons removed from the NBS with little or no loss 
in the accuracy available at NBS. Two factors seem to 
make this possible: 

(1) the previously mentioned elimination of complex 
reflection-coefficient measurements including asso- 
ciated relatively complex computations and 

(2) elimination of accuracy degradation between 
calibration echelons. 

Because the greatest uncertainties are introduced by 
the reflection coefficients (referred to as "mismatch 
errors") and because their elimination has been a 
major goal in past efforts to improve power measure- 
ments, these errors are discussed below at some length. 
Calibration and measurement steps commonly used 
at present. The NBS calibrates at present two figures 
of merit for coaxial absorption type meters, namely: 
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K c — calibration factor = —5- = r) e ( 1 — 1 1 "", 

fP 

where 



(2) 



/^ind = dial reading of the power meter which in many 
cases is the dc or af power substituted for rf 
power in the bolometers of a bolometric type 
meter. 
P n = net power absorbed by the meter 

= incident power, /P, minus reflected power, r P. 
T m = complex reflection coefficient of the power 
meter. 

Uncertainties of about ±1 to 2 percent for r\ e and 
K c [3, 7] are quoted by the NBS at frequencies to 18 
GHz. Similar calibration terms are measured for feed- 
through type meters with the same uncertainties for 
frequencies to 4 GHz and ±2 to 3 percent for higher 
frequencies. 

If a load with reflection coefficient, T u is substituted 
in a laboratory outside the NBS for a calibrated power 
meter having a reflection coefficient, F,'„, connected 
to a generator with reflection coefficient, \ !h the rela- 
tionship between the net power absorbed by the 
standard meter, P'„ and that absorbed by the load, 
Pi, is [2,3,8]. 



P 



PI 



ind 



i-|r- 
i-\r m 



-Wl 2 



(3a) 



Here fY nd is the indicated power on the calibrated 
meter with effective efficiency, r)' ( ,, and reflection co- 
efficient rjn. Of course the load, itself, can be another 
power meter. 

Two special cases are of particular interest: 
(a) when the load matches the characteristic imped- 
ance, Z () , of the line, I 1 = 0, then the net power ab- 
sorbed by the load, designated for this case as Pq, is 
given by 

.£_ind_L! ' 1 il* i" 1 /0 i \ 
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(b) When the load is a conjugate match of the gen- 
erator impedance, V, = T*, then the net power, desig- 
nated for this case as P c , is given by 



p c =p« 
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Examination of eqs (3) shows that both the magnitude 
and phase of the I * have a great effect on the accuracy 
of power measurements. It is not uncommon to have 
|T| values as high as 0.2 to 0.5 (corresponding to 
VSWR, S, of 1.5 to 3) in the frequency range to 18 
GHz. Their phases may vary from zero to ± 180°. It is 
relatively simple to measure the magnitude |F| (or 
S) of a load but more troublesome to measure its phase 
angle. It is even more difficult to measure the magni- 
tude and phase of F,„ particularly when it must be 



made under operating conditions of the generator. The 
present common practice is to measure only the 
magnitudes of the Y' s , to assume their phases to be 
zero, and to use eqs (3). The latter assumption intro- 
duces a serious uncertainty, sometimes referred to 
as "termination uncertainty." For example, when 
\\\\ =0.2 and |r,,| = 0.3, the effect of neglecting their 
phases will introduce an error in P„ that could be as 
high as 25 percent. Values of these worst-case uncer- 
tainties for various combinations of |l \\ and \\\,\ are 
given in various published charts and monographs; 
however, these values can not be used to correct a 
given value of P n . Only measured phase angles of the 
T^ could make this possible. Unfortunately such meas- 
urements are seldom, if ever, made [3], particularly in 
measurement facilities outside the NBS and other top 
level laboratories. The logical conclusion is to use 
power-measurement methods that do not require the 
measurement of the phases of \' s . The Bolovac provides 
such a method. Moreover, the procedures available 
with the Bolovac make it possible to incorporate the 
measurement of the absolute magnitude of I 1 into a 
routine, relatively simple step of the power measure- 
ment procedure and, in addition, eliminate the need of 
measuring \ fl altogether. This will be discussed further. 
The degradation of accuracy as standard power 
meters are calibrated in a series of echelons starting 
with a top standardization laboratory and ending with 
the field of operation is also of major concern. A de- 
gradation of 2, 3, or 4 to 1 in accuracy is generally 
prescribed between echelons [8, 10]. Thus, for example, 
an uncertainty of 1 percent in the indication of a meter 
calibrated at the NBS may inflate into an uncertainty 
of 27 percent by the time it reaches the operational 
field through 3 intermediary calibration echelons [10], 
each having a degradation of 3:1. Use of the Bolovac 
(which does not require rf calibration) could eliminate 
this degradation of accuracy. 

2. Basic Principles. Physical and Electrical 
Characteristics of the Bolovac 

The Bolovac may be looked upon as an rf voltmeter 
measuring voltages in an orthogonal plane, (i.e., the 
only plane where voltages are defined) of a coaxial 
line operating in a TEM mode [1]. Transmission 
(including slotted) lines throughout this text are as- 
sumed to have negligible losses unless specified 
otherwise. Figure 1 shows the basic elements of the 
Bolovac connected through a transmission line to an 
rf source. These elements are (1) a bolometric thin-film 
disk orthogonally located in a coaxial assembly, (2) 
bias feed-through type terminals to connect this disk 
to a resistance bridge, (3) bias blocking capacitors 
built into the feed-through terminals, and (4) "input" 
and "output" connectors. The disk consists of a thin 
resistive annular film and electrodes connecting the 
film to the coaxial conductors. To prevent shorting the 
bias power, the outer conductor and the film of the 
disk are split along a diameter. The rf voltage, Vh, 
appearing across the thin film is determined con- 
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ventionally by the bridge measuring the reduction of 
biasing power dissipated in the bolometric thin-film 
disk located in that plane. The two halves of the disk 
are connected in series for dc and in parallel for rf. 
The rf resistance of the disk is equal to its dc resistance 
at all frequencies in question to 0.001 percent or better 
[1]. Thus, if the dc resistance of the disk is 200 (1 per 
side, its rf resistance is 50 H. Providing there is 
sufficient rf signal to permit adequate bridge balancing, 
correct voltages are measured regardless of the imped- 
ance presented to the disk by the generator and the 
load. In its use the Bolovac disk is located within 
0.001 to 0.002 in of the input plane of a device under 
test. 



Bolovac 




To dc bridge 



Output 
plane 



Disk 



- Output 
line 



Input 
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0. 001 to 0. 002" 



To dc bridge 



Figure 1. 



Schematic diagram of Bolovac connected between input 
and output coaxial transmission lines. 



The application of the Bolovac, as a voltage measur- 
ing device, to power measurement may be described 
as follows. Figure 2 shows a schematic presentation of 
a power meter or load M having its input at plane m. 
The equivalent lumped circuit admittance, Y p , to the 
right into plane m is shown as an equivalent resistance 
R p shunted by a reactance X p . The net power absorbed 
by the load is 

Pn=V H IR IJ , (4) 



where Vb is the voltage measured by the Bolovac at 
plane m. If the line is lossless, the same Vb can be 
measured at any other plane nkl2(n = integer) 
away from plane m, e.g., plane A. 

The value of R p may be measured in various ways, 
e.g., with a slotted line of negligible loss as shown in 
figure 3, in which case it is given by 



R P =^Z (VJV„ 

* min 



) 2 = SZ„(F„,/F max )2 (5) 



where 



Zo 

s 
v m 



v m 



= characteristic impedance of the slotted line 

V max/ ' min 

= the voltage at plane m or at a plane in the 

slotted line 7i\/2 away from plane m 
= is the voltage minimum in the line 
j = is the voltage maximum in the line 



The uncertainties in measuring R p and P n , including 
the effect of slotted-line losses, are discussed below 
under error analysis. 

Equation (5) derived in appendix A shows that the 
computation of R p does not involve complex values nor 
the aid of the Smith or other impedance charts. The 
accuracy of R p depends on the accuracy of Z () and 
of two rf voltage ratios. The state-of-the-art of imped- 
ance and rf voltage-ratio measurements permits rela- 
tively high accuracies [7] . 

When the Bolovac is used with an equal arm bridge 
(see appendix B), the value of the voltage appearing 
across R p is 



V B = 0.25(Vl-Viyi 2 



(6a) 



where V c and V\ = dc-bias bridge voltages without and 
with rf respectively. 

Appendix B gives other forms of eq (6). 

Once R p is known, the load is connected directly to 
the Bolovac and, combining eqs (4), (5), and (6a), 
the net power flow into the load is given in terms of 
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FIGURE 2. Bolovac connected to a power meter or load, M, directly {at plane m) or through a lossless line {at plane A). 
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Zo, dc voltages, and ratios of rf voltages by 

r max \ 
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Figure 3. Calibration of power meter with Botovac and slotted line. 

Since a lossless line is assumed, a simpler computa- 
tion may be used in one step, i.e., leaving the slotted- 
line between the Bolovac and the meter. In this case 



Pn= (V\ 



^^) 2 /SZo 



(8) 



where V' H = the voltage in plane A\ fig. 3, n\/2 away 
from the Bolovac disk, assumed to be equal to V n. 

The Bolovac, its connector and the slotted lines are 
constructed to have the cross section of the line be- 
tween A and A' uniform. 

Again, V' H in eq (8) may be replaced by its equivalent 
in (6a) when an equal arm bridge is used with the 
Bolovac. 

Thus, the Bolovac permits the measurement of the 
net power absorbed by the meter under calibration 
without the necessity of measuring "substitution" 
power, complex reflection coefficients, r) ( >, and K c . 

If for any reason, e.g., to check manufacturers' 
specifications it is desired to find the incident power, 
r) e , and K c , eqs (1) and (2) may be used, recalling that 
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Because indicated or substituted bias power of the 
meter under test is not needed for its calibration by 
the Bolovac, one may dispose of the dc or af calibration 
of the power meter. However, this presently required 
calibration may be desirable for secondary purposes, 
e.g., for uniformity in production and repair of the 
indicating or "instrument" part of power meters with- 



out the bolometer mounts. The instruments are then 
interchangeable with the same mount. When the meter 
is calibrated in terms of substituted bias power, eq (1) 
may be used to find r)<>. 

It may be of interest to note that eq (8) can be used 
to determine the rf voltage in a given plane of a co- 
axial system in terms of known power absorbed by a 
load. For example, a calibrated power meter (or a 
Bolovac used as a power meter) placed as a termination 
of a feed-through type sampling oscilloscope yields the 
net power flow past the input plane to the oscilloscope. 
The voltage in this plane is Vr. The ratios S and 
Vmaxl^H ar e measured in a slotted line terminated by 
the above sampling oscilloscope-Bolovac combination. 
However, one must keep in mind several sources of 
possible errors, namely, (1) discontinuities in the 
slotted line between the input plane and the plane in 
the slotted line Where V' H is located, (2) losses between 
the V'h plane and the power meter and (3) the correc- 
tion factor, if any, of the power meter. 

Direct application of the Bolovac as a source of 
voltage eliminates these errors and reduces the meas- 
urement time from hours to minutes per frequency. 

3. Applications 

3.1. Measuring Net Power Flow in a Transmission Line 
With a Bolovac 

In practice one is generally interested in measuring 
the power flow in a transmission line under one of the 
three following impedance matching conditions: 

(1) Maximum power available from a source (when 
a conjugate match exists along the line). This power 
will be designated as P c . 

(2) Power flow when there are no standing waves 
in the line, (i.e., when the source looks into a load 
having an impedance equal to the characteristic 
impedance of the line). This power will be designated 
as I\). 

(3) Net power flow, P n , under any matching condi- 
tions including the above. 

Measurement of P c and Pq is usually of interest 
when one wishes to evaluate the power-delivery 
capabilities of a source. Measurement of P„ is generally 
desired when one wishes to know the net power 
absorbed by the load. The latter, as indicated above, 
may be a power meter under calibration. 

To determine P ( or Pq of an "unknown" source with 
the Bolovac, any power meter in series with a slotted 
line and a stub tuner is first used as a load. The input 
end of the slotted line is connected to the source, and 
the stub tuner is connected at the output end of the 
line. To measure P c the stub is adjusted for maximum 
indication of the power meter. To measure Pq, the stub 
tuner is adjusted for flat voltage distribution along the 
line. In either case the source is replaced by a Bolovac. 
The level of V B is adjusted to reproduce the respective 
meter reading. The value of V K , S and VnlV m - dx are 
measured and eq (7), or equivalent, yields the value of 
Pc or P . 
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Figure 4. Setup to obtain a Zo-match of a power meter. 



A relatively simple procedure is suggested in ap- 
pendix C to accomplish the Zo-match adjustment of 
the stub without resorting to the hitherto employed 
"hit or miss" time-consuming and tedious procedure. 
The price to pay for this relief is the employment of 
three temporary probes in the slotted line as described 
in the appendix and illustrated in figure 4. 

3.2. Monitoring Net-Power Flow in a Transmission Line 

The net power, P n , may be computed using (7), 
provided (1) one voltage, Vn, is measured with the 
Bolovac at any plane in the line and (2) the ratios S 
and V ma JVn are measured. There are several ways to 
obtain V B and the above ratios. For example: 

(1) A slotted line section with a probe precalibrated 
with a Bolovac [5] may be permanently installed in the 
system. A multiple probe (MP) line-section, discussed 
later may be used instead. 

(2) A Bolovac plus the slotted or MP line section 
may be permanently installed in the system. This 
eliminates the need of probe calibration. However, it 
is desirable to have a Bolovac with a value of R > Z 
to reduce the loading effect of the Bolovac to a mini- 
mum. The availability on the market of high-resistance 
thin thermistor films seems to make this feasible. 

3.3. Application of the Bolovac as a Load or as an 

Absorption Type Power Meter 

The Bolovac may be used as an absorption-type 
power meter as illustrated in figure 5. For this purpose 
the Bolovac is turned end for end, so that its normally 
"output" side (fig 1) becomes its input side facing the 
generator end. A single sliding short is connected to 
the other (normally input) side of the Bolovac and is 
set for antiresonance at the specific frequency at which 
the measurement is made. It can be shown [11, 12, 13] 
that the antiresonant input impedance of a good quality 
50-H 7 mm coaxial sliding short will be of the order of 
10,000 Vi or higher at frequencies to 18 GHz. The input 



impedance of the Bolovac is then essentially one-fourth 
the equivalent dc resistance of the disk at any fre- 
quency under consideration here, for values of R s 
of 50 Vl or lower. 




FIGURE 5. Application of the Bolovac as an absorption-type power 
meter. 

Since r\ e for the Bolovac is unity, the net absorbed 
power is given by 



p«=vyR' B -- 



viirb- 



■■ P Ac (sub) 



(10) 



where P dc (sub)= dc power substituted in the Bolovac 
and R'b= equivalent disk rf resistance shunted by the 
admittance of the sliding short. One may connect the 
Bolovac in series with a three-stub tuner to a source, 
adjust the tuner for maximum V B and find P n . To find 
P c the losses in the tuner are added to P n . For the case 
of Rb = Zq one achieves a zero reflection-coefficient 
power meter for the antiresonant frequencies of the 
sliding short. Moreover such a Bolovac with the sliding 
short constitutes a Zo-termination over its entire fre- 
quency range to an accuracy limited by structural 
perfection of the disk. With other R s values the Bolo- 
vac makes available a standard mismatch which does 
not require rf calibration. 

The antiresonant settings of the sliding short can 
be predetermined for a number of frequencies in 
order to obviate the necessity of making the adjust- 
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ment each time the frequency is changed. Several 
such shorts will cover a wide frequency range. The 
mechanical setting of the short is not critical because 
the antiresonant impedance curve is relatively flat 
around its maximum. A procedure to determine an 
antiresonant position is to first find two adjacent re- 
sonant positions at which Vb is minimum. The anti- 
resonant position of the short is then located hall- 
way between the two resonant positions. Once cali- 
brated, the set of the sliding short is ready for use wit li 
any Bolovac at any time. 

A power meter may be calibrated by substitution 
of a Bolovac operating in the power-absorption mode as 
illustrated in figure 5. This method seems particu- 
larly attractive because of its relative simplicity and 
because it does not need a slotted line. The procedure 
is as follows. The power meter is connected to a stable 
source in series with a three-stub tuner. The latter is 
adjusted for conjugate match, i.e., for maximum indi- 
cation of the power meter. The meter is then replaced 
by the Bolovac and the stub tuner readjusted for maxi- 
mum V { { of the Bolovac. Since the maximum avail- 
able power, P ( , from the source is generally constant, 
the indicated meter power is equal to P dc (sub). Be- 
cause the input S value of the Bolovac might be quite 
different from that of the meter the tuner losses will 
not be the same and generally a small correction can 
be introduced for the difference. 

It should be pointed out that the sliding short is not 
necessary for the measurement of P n with the Bolovac 
used as an absorption power meter. However, in this 
case the input resistive component, fta, of the Bolovac 
(without the sliding short) has to be measured and 
computed with eq (5). P n is then given by eq (4) sub- 
stituting R'a for R p . 

3.4. Application of the Bolovac for Feed-Through Power 
Measurement 

It was pointed out above that the major source of 
uncertainty in present-day absorption (as opposed to 
feed-through) type power measurements is the mis- 
match error introduced by the terminal reflection 
coefficients in the transmission line. One method of 
eliminating this difficulty is to use directional couplers. 
Because the Bolovac, like directional couplers, elimi- 
nates the need of measuring T (J and Ti, its potential 
application for feed-through power measurement is 
briefly discussed here. It is assumed that the reader is 
familiar with directional couplers and will be in a 
position to assess the relative applicational merits of 
the couplers vis-a-vis the Bolovac. 

A high resistance Bolovac, e.g., one with a disk 
resistance for example, 100 times Z<>, permanently 
placed in a transmission line, will continuously measure 
the voltage in a certain plane of the line. A probe in a 
slotted section of this line will furnish the voltage ratios 
required in eqs (7) and (8) to compute the net, incident, 
or reflected power flow in the line. With additional 
electronic instrumentation it may be possible to read 
these power components directly. Multiple-probe line 
sections may be used instead of slotted sections for 



fixed frequencies or limited frequency ranges. Applica- 
tion of MP lines for power and impedance measure- 
ments have been treated analytically in the past [14, 
15, 16, 17, 18] and need not be discussed here. 
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FIGURE 6. NBS-built multiple-probe {MP) line [right) and com- 
mercial slotted line are shown. 

Commercial probes are used with both lines. Some of the self-supporting and end sup- 
ported center conductors and connecting pins for the MP line are in the foreground. 

Figure 6 shows an experimental NBS MP section in 
comparison with a commercial slotted line; the latter, 
though more expensive, has a range of 2 to 18 GHz as 
compared to two fixed frequencies (5 and 10 GHz) use- 
able with the MP line with equal accuracy. The fre- 
quency limitation of an MP line is a result of the 
requirement that the fixed probes be an eighth of a 
wavelength apart. Figure 7 shows the equivalent sche- 
matic diagram of an MP line and appendix D gives 
equations of immediate interest in its application. An 
MP line may be built with a number of probe holes 
located so that the above spacing is attainable at sev- 
eral harmonic frequencies, such as 1, 2, 4, 8 and 3, 6 
and 12 GHz. Thus approximately the same number of 



v B v L 



v <! 



■/« 



'/8 



nX/2 






I 
A' 



Figure 7. Three-probe MP line for impedance and power 
measurements. 
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calibration frequencies commonly furnished at present 
for commercial power meters may be obtained with 
one MP line. 

While high-resistance disks are not yet available, 
low-resistance Bolovacs can be used in connection 
with feed- through power measurements in two ways: 

(1) One way is to calibrate existing directional cou- 
plers and their associated side-arm power meters with 
the Bolovac. The power meters may be calibrated inde- 
pendently first with the Bolovac using the procedures 
described above. Coupling ratios may next be deter- 
mined in a conventional manner employing one of the 
calibrated power meters to read the main-line net 
power and another meter to read the side arm net power. 
Bolovacs may, of course be used instead of power 
meters to measure these two powers. 

(2) A second way is to calibrate a probe-type "volt- 
meter" in a slotted line or an MP line in terms of line 
voltage as a function of frequency. The procedure 
recommended in reference [5], can be used, where the 
known voltage is furnished by the Bolovac. The sinu- 
soidal voltage distribution in a shorted slotted line 
section is used in that procedure to calibrate a "volt- 
meter." P n is then computed from the readings of this 
probe-voltmeter. The dynamic linearity of this probe 
type voltmeter may also be checked versus the sinu- 
soidal voltage distribution in the line. Coupling factors 
between P„ in the slotted line and the probe voltmeter 
of the order of 30 to 40 dB were obtained at the Na- 
tional Bureau of Standards at frequencies of 4 to 12 
GHz with a normal probe penetration (of about 25% of 
interconductor spacing). The dynamic range depends 
on the range of the power meter used with the probe. 
Commercial meters are available with ranges of a 
microwatt to 100 mW or a range of 50 dB. This range 
may be further increased by employing attenuator 
pads in series with the probe power meter. An over- 
lapping calibration range, with and without the pad, 
will assure range continuity. Thus voltage magnitudes 
and their ratios may be made available enabling the 
measurement of kilowatts of feed-through power during 
operation. 

4. Error Analysis, Dynamic Range, 
Results 

The error analysis of reference [1] shows that the 
total limit of uncertainty in the Bolovac voltages is 
±0.1 percent at frequencies to 18 GHz. This uncer- 
tainty may be realized in any laboratory with a prop- 
erly constructed Bolovac and associated bridge. As 
stated before, the Bolovac with its bridge needs no 
rf calibration. It is assumed that dc (or audio) voltage 
measuring capabilities required to measure bridge 
biasing voltages Vq and V x for eq (7) with high accuracy 
are available, in which case the rf power absorbed by 
the Bolobac is as accurate as P dc (sub). 

In some applications of the Bolovac for power meas- 
urements additional sources of uncertainty are those 
contributed by (1) the slotted lines or MP lines needed 



to determine the resistive components of the load 
or of the rf-power-absorbing system and (2) the losses 
in auxiliary components such as the slotted lines, 
stub tuners, and connectors which are not a part of 
the specified load. 

The limits of uncertainty in measuring resistive 
components of loads at the NBS are given in the 
references [7, 19]. For frequencies up to 18 GHz 
with 7 mm 50-H slotted line techniques and precision 
LPC-7 connectors the uncertainties are 



AS= 1.002 + 0.002f (GHz). 



(11) 



For mated configuration of latest improved type-N 
connectors these are 



AS= 1.004 + 0.004f (GHz) 



(12) 



The uncertainties at lower echelon laboratories 
may be found in reference [19]. These depend on 
many factors including the quality of the facilities 
and competence of personnel. For S values of 1.2 
or less at frequencies to 8 GHz the uncertainty in 
R p may be 1 percent or less. At 18 GHz it may be 
as high as 3 percent. For higher S values the uncer- 
tainty does not increase appreciably. 

Power losses in stubs, slotted lines and connectors 
are of the order of 1 to 5 percent at frequencies to 18 
GHz and can be determined with an uncertainty 
of 1 to 5 percent [7, 20]. 

As said before, component losses can be measured 
with the Bolovac or a precalibrated power meter. For 
example, the net power flow in a system may be 
measured with the Bolovac and the loss is given 
by the power drop of the power meter when the com- 
ponent is inserted between the slotted line and the 
meter. Or when the bolovac is used as an absorption 
power meter the maximum available (conjugately 
matched) power from a stable source is measured 
before and after the lossy component is inserted 
in the system. Allowances must be made for the 
effect of the magnitude of S on the losses of com- 
ponents, particularly of stub tuners. For this purpose 
two absorption-type Bolovacs having widely different 
values of R s may be used with the same source of 

Pc 

The disk is the heart of the Bolovac. Though a num- 
ber of commercial firms are making thin-film disk 
resistors, the NBS was to date not successful in 
locating a supplier of the needed disks having a 
sufficiently high temperature-coefficient of resistivity, 
and had to develop its own disks. A separate paper is 
planned to describe the in-house fabrication of the 
disks. Briefly the characteristics of those realized to 
date are as follows: 

Film material— platinum, gold and carbon 

Electrodes —gold in most cases 

Dimensions —as required for 50(1, 7 mm coaxial line 

Resistance of- 0.2 to 10 11 (0.4 to 20 H per side) gold 
disk 

units, a couple of 25-11 platinum units, 
and a number of 50-11 carbon units 
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Substrate — glass, quartz, or 2-mil high-tempera- 
ture plastic 

Power dissipation (continuous) in the assembly — 
0.25 to 0.5 W. The maximum power dissipation is 
several times higher; however, the long-term resist- 
ance drift is greater as the power dissipation is in- 
creased. This drift does not interfere with the appli- 
cation of the Bolovac. 
Incremental resistance (bolometric) — 

approximately 1 to 5 fl per watt 
Dynamic range of individual disks — 

approximately 10:1 in voltage (20 dB) for precisions 
of the order of 1 to 2 percent. Precision increases 
rapidly as the range is kept narrower. The voltage 
at the low end is limited by the bridge stability and 
ratio of rf power to total bias power. At the high end 
it is limited by the ratio of the fractional bias power 
required to restore balance. 
Maximum accuracy with an equal arm bridge is 
realized when the rf power is 2/3 of the total power 
dissipated in the disk [21]. 

The range of power obtained so far in a 50-(l system 
is approximately 200 microwatts to half a watt at first- 
order agreements with calorimetrically calibrated 
power meters of 0.5 to 5 percent at frequencies of 
10 MHz to 18 GHz respectively. Efforts to optimize 
structural details, particularly of the disks, were 
limited. Voltages of 25 mV at 1 percent uncertainty 2 
and of 300 mV at 0.1 percent were measured at 10 
MHz with Bolovacs using two thermistors instead of 
the usual disk. Experimental evidence indicates that 
one can measure 0.1 V with low resistance (0.1 toO.20) 
disks with the same uncertainty. The advantages here 
are that the disks can be used to 18 GHz as against 
1 GHz for the thermistors. Also the disks are much 
superior mechanically. 

It can be shown that the effect of the antiresonant 
impedance of good sliding shorts shunting Bolovac 
disks of resistance values below 100 il is negligible. 
Since higher resistance Bolovacs will hardly be con- 
sidered for use as absorption power meters, there is 
no need dwelling on this effect. 

One may wind up the discussion of the error analy- 
sis by pointing out the major sources of uncertainties 
in associated equipment. These are residual VSWR of 
slotted and MP lines, and the limited reproducibility 
caused by connector contacts and variations in their 
discontinuities. As frequencies increase, this problem 
is aggravated. The next largest source is the instability 
of rf source outputs when relatively long-time intervals 
(1 to 3 min) are required to transfer an amplitude value 
from the Bolovac to a source like an rf micropotentiom- 
eter, particularly when accuracies better than 0.5 per- 
cent are needed. In the latter case it may be best to 
reduce the time element by coaxial switching. 

There are numerous commercial bridges presently 
used with bolometric power mounts. These can be 



used or adapted for use with Bolovacs. A high-precision 
miniaturized bridge recently developed at the NBS 
may be of interest for this purpose. [22] 



5. Conclusion 

The application of the Bolovac to standardize power 
meters and to measure power transmitted in TEM 
coaxial lines introduces a superior technique for all 
echelons of calibration and measurement. One of its 
major advantages is the elimination of the error con- 
tributed by impedance mismatch at the source and 
load ends of the transmission line. The work at the 
NBS so far was limited to 7 mm — SO- ft coaxial lines 
and frequencies to 18 GHz. Mechanical precision of 
14 mm — 50-1) Bolovac disks (for frequencies to 9 GHz) 
should be higher than that of the 7 mm units. On the 
other hand 3.5 mm disks (for frequencies to 36 GHz) 
will probably be inferior by comparison. However, the 
application of the Bolovac to 36 GHz appears feasible 
and desirable. One must not lose sight of the fact that 
the same Bolovac makes it possible to apply known 
voltages for experimental and practical treatment of 
problems other than power measurement at micro- 
wave frequencies [4, 5, 6]. For example, the Bolovac 
was recently used to measure deflection amplitude 
versus frequency of an oscilloscope to 18 GHz for the 
first time in terms of voltage directly, instead of in- 
directly in terms of the time consuming and laborious 
method of measuring power and impedance. 
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measurements. 



6. Appendix A. Net Power Flow in a Trans- 
mission Line is {V maK V min )/Io (ref. 11 , p. 564) 

Net power flow through plane m, figure 3, is then 

1 
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where 



" v%l sz\ v m ) : - R »- sz «{ 



(5) 



2 The uncertainty consists of a limit of systematic errors of 0.5 percent and a one-sigma- 
value of 0.5 percent for random errors. 



V m = rf voltage in plane m 
/ max = voltage maximum in a lossless coaxial line 

feeding power to the load M. 
R p = reciprocal of the equivalent conductance of 

the load M at plane m. 
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7. Appendix B. Rf Voltage Measured by 
Bolovac 

In case of an equal-arm bridge the biasing power 
dissipated in the bolometer arm is 



V*> 



.i/j 



(l + «) 

or for large VboIAV B o 



[2V m >AV Ba - (AVbo) 2 ] 112 (6d) 



Po= (iVoVIR,, 



a 



1/2 



(l + o) 



(2V B0 AV m ) 



1/2 



(6e) 



where 



Vo = initial biasing voltage applied to the bridge at 

balance 
R m = bias resistance of the Bolovac. 

When rf is applied to the bolometer arm and the 
biasing voltage is reduced to rebalance the bridge 

P>=(Wl) 2 IRm 

where Pi = biasing power after rf is applied. 

The rf power dissipated in the bolometer arm is 

(P -P 1 )=P tt =^L {V%-V\) = V 2 i jR ri . 

Let Rt\ and Rpz be the resistance of the two halves 
of the disk respectively and let 

R 1 

a = -pp-^ l; then for a = 1, R r{ of the disk=- R m and 



w^=wi-v\) 

.:V B = V r{ = 0.25(Vl-V'iyi\ 



(6a) 



8. Appendix C. Method of Adjusting the 
Uniformity of the Voltage Distribution in a 
Slotted Line for a Z -Match 

1. The three probes (fig. 4) are located in succes- 
sion at any one plane of the line. The gain of each 
associated VSWR(s) indicator is set to read the same 
as the others. 

2. The three probes are then placed in the line 
spaced within a distance preferably of A/4. In case of 
physical space limitations one or two of the probes may 
be moved a distance A/2 from its originally intended 
position. 

3. The stub tuner is adjusted for maximum output 
indication of the power meter, i.e., for a conjugate 
match. This procedure is useful because the generator 
impedances are reasonably close to Z and thus a 
roughly approximate match is obtained. 

4. The readings of the three S indicators are then 
equalized by readjusting the stubs. In our experience 
it has been found very helpful to watch the power 
meter indication as the stubs were readjusted for the 
Zo match in order to prevent abrupt large changes in 
its reading. 

The procedure suggested above was performed at 
the National Bureau of Standards by inexperienced 



One may read voltages directly across the Bolovac personnel in a small fraction of the time required by a 
instead of across the bridge (employing a relatively single-probe procedure, 
high input-resistance dc voltmeter, e.g., a presently 



available four or five digit voltmeter). In this case for 
any bridge, let 

V B o — bias voltage drop across the Bolovac without rf 
V B \ = bias voltage drop across the Bolovac with rf 
AF B0 = V B o ~ V B \ 



9. Appendix D. Measurement of Power With 
a Multiple-Probe Line 



and for a = 1 , P rf = 



R» 

Rm 



[2V m AV B0 -(AV B0 ) 2 ] 



Referring to figure 7 [18] 
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For relatively large values of Vbo/AVbo, (say 5000:1), 
F rf = i(2KW^ S o)" 2 (to 0.01%). 
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V(, is the voltage in the plane of the probe next to the 
generator. When the Bolovac is used as shown in 
figure 3, V g =V B . 

V m and Vi are the voltages in the planes of the other 
two probes respectively. 

The pg subscripts identify impedance and admittance 
components in the plane of the probe closest to the 
source. 

The pL subscripts identify impedance and admittance 
components in the plane of the probe closest to the 
load M. 

The above impedance equations are written in terms 
of voltage ratios to emphasize that only voltage ratio 
measurements are needed and are obtainable with 
greater accuracy than absolute voltages. The distance 
B'—B, figure 7, may be made equal to an integral 
number of half wavelengths to render G } ,l equal to 
that at any chosen input plane of the load, M. The 
power absorbed by the load must of course be com- 
puted in terms of a known voltage and input conduct- 
ance in one and the same plane, e.g., in plane A', 
figure 7. 
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